ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300386
Location: Franklin County SO Richford
Calibration Date:  05/29/2013
Certification Date: 05/29/2013
Installation Date:  07/02/2013
RPC Date: 06/21/2016
Supervisor Name: NATHAN J VAILLANCOURT
Diagnostic Results Accuracy and Precision Check

Concentration =0.099 g/210L

Lot # =16-03-100
VERSIONS Range =0.094 - 0.104
DMT: 2.00 Average =(0.097 ¢/210L
PIC: 2.05 Std Dev =0.0005
Modem: 2.6
Questions: 2.1 BEDetecﬁon Iest
TEMPERATURES Faspod
Sample Chamber = 4B.7°C Sample Acceptance Test
Ereath Tube = 46.4°C Passed
Digital Sim = 34.0°
SETTINGS
Lamp Voltage =1.62 V
Cocler Voltage = 1.66 V 0.10 40.0
Bias Voltage = B0 V Alcohol (g/210L) { i 26.0
Clicpper Freq = B37 Hz 003 Flow Rate (L/M) . 3 R
PUMP INFO e
Flow Rate = 5.273 L/M

0.07 |
DETECTOR INFO |
PUMP ON OFF 0.08 ;
MAX (V) 0.1472 0.1500 _ i
MIN (V) 0.1457 0.1480 :
FILTER INFO 004 |
Filter 1 0.148 Zero = true 13 e |-
Filter 2 0.818 Zero = true .
Filter 3 0.254 Zero = true |
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Performed by Nadhon Vlesttamgrea Date 06/22/2016
Reviewed by % Date & /22 /i

DMT Serial Number #300335/ </
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