VERMONT FORENSIC LABORATORY

PO BOX 47

. WATERBURY, VERMONT 05676-0047
. TEL: 802-244-8788

FAX: 802-241-5557
http://vil.vermont.gov

' DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Hinesburg PD DataMaster Serial #: 300387
Date: _ 2/13/2014 Requestor: Frank Koss
Instrument Supervisor: NEW Phone #:

Taken By: Amanda Bolduc

Problem: DMT requested at new agency.

Laboratory Response: Will prepare instrument for installation.

Work Performed: Prior to installation, correct version of software loaded onto DMT, A&P and
subject sample tests performed. All settings double checked. Simulator G7159 assigned to unit.
During the installation at the agency, the one way ball-valve in the breath tube was not
functioning. The printer was also defective and would only print in blue/green. Two officers for
this agency attended Instrument Supervisor training at the VFL on 2/18/14 and were given a new
breath tube and printer to install. The installation protocol completed successfully and the agency
is now operational.
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CALIBRATION REPORT

DataMaster DMT: 300387
Calibration Date: 07/10/2013

Calibrated by: ROBERT DRISCOLL
Lot: 13-02-100

Ca = 0.098 .

CAL = 0.961729 0.800 <= CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0.003 0.002 <= b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xq = 0.073 0.050 <= Xq < 0.200
a2l = 1.119132 1.050 <= a2l < 1.300
a3l = 0.437007 0.300 <= a3l < 0.800
Performed by AP
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CERTIFICATION REPORT

DataMaster DMT:
Calibration Date:
Certification Date:
Certified by:

Digl gnostic Results

VERS IONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube

B oun

Digital Sim 33.8
SETTINGS

Lamp Voltage = 1,70 Vv
Cooler Voltage = 1.81 V
Bias Voltage = 81V
Chopper Freq = 533 Hz
PUMP INFO

Flow Rate = 5.335 L/M
DETECTOR INFO

PUMP ON OFy

MAX (V) 0.0433 0.0461
MIN (V) 0.0409 0.0431
FILTER INFO

Filter 1 0.045 Zero =
Filter 2 0.738 Zero =
Filter 3 0.471 Zero =
CALIBRATION CHECK

Xq = 0.073 0.12%

DMT Serial Number #300387

300387

07/10/2013
07/11/2013

ROBERT DRISCOLL

true
true
true

Options

OPTIONS
Units

ALEohoks ceens = naan

Simulator

Tolerance Check...
Standard Type.....
Nominal..eeeeasoas
Digital Simulator.

Subject

Ask Questions.....
Number of Tests...
Alcohol Display...
Volume Display....
Query Refusal.....
Copies....vscivans
Simulator Before..
Simulator Between...
Simulator After...
Observation Time...

Supervisor
Number of TestS...oeeaeuss
Calibration

Standard Type.....

.......

-------

Nominal..... e Y Waeee ¥ dete

Nominal (Dxy Gas) ..
Number of Tests...

Printer

Printer On....c.ae

s s e anw

s e s w0 aa

Software Configuration

Data Collection...
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Linearity Check Results

True Value

.0,020 g/210L.  0.021 g/210L
Lot # 13-07-020
0.080 g/210L.  0.077 g/210L
Lot # 13-05-080
0.157 g/210L.  0.158 g/210L
Lot # 12-83-160
0.409 g/210L.  0.389 g/210L

Lot # 12-86-400
R?=0.9994
Acetone Interference Test

Lot # 12-85-08A1
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Detection Test
Passed

Sample Acceptance Test

Passed

CERTIFICATION PASSED

Reported Average Std Dev

0.0000

0.0000

0.0000

0.0010

oy

Date

07/11/2013

Performed by

Reviewed by

Date
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMaster DMT: 300387
Location: VFL

Date: 02/12/2014
Time: 14:31:45

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 13-21-100
SOLUTION CONCENTRATION: 0.099

BLANK TEST 0.000 14:32
CALIBRATION CHECK PASSED 14:32

gimulator Timed Out

Hhaded by fechrciar
2/i8lY

DMT Serial Number #300387
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0
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ACCURACY & PRECISION REPORT 0.
0.
STATE OF VERMONT 0.
0.
DataMater DMT: 300387
Location: VFL 0.
——————————————————————————————————————————— 0.
Date: 02/13/2014 0
Time: 09:10:02 4
SUPERVISOR NAME : 0.
AMANDA BOLDUC 0.
SOLUTION LOT #: 13-21-100 0.
SOLUTION CONCENTRATION: 0.099 0.
—————————————————————————————————————————— 0.
BLANK TEST 0.000 09:10 "0
CALIBRATION CHECK PASSED 09:11 o
SIMULATOR VAPOR 34.0°C 0.096 09:11 o'
SIMULATOR VAPOR 33.9°C 0.097 09%:12 g
SIMULATOR VAPOR 34.0°C 0.097 09:13 0
SIMULATOR VAPOR 34.0°C 0.098 09:14 a
SIMULATOR VAPOR 34.0°C 0.098 09:15
SIMULATOR VAPOR 34.0°C 0.097 09:16 0
SIMULATOR VAPOR 33.9°C 0.098 09:17 0
SIMULATOR VAPOR 34.0°C 0.098 09:18 0
SIMULATOR VAPOR 33.9°C 0.098 09:19 0
SIMULATOR VAPOR 33.9°C 0.097 09:20
BLANK TEST 0.000 09:21 0.
0.
Average = 0.097 0.
std Dev = 0.000 5
0
0.
0.
0.
0.
0.
0.
0.
0
0.
0.
0.
0.
0.
0.
0.
0.
0
0.
0. |
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DUT SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 300387
Location: VEL

Certification Date: 07/11/2013
Installation Date: 09/24/2013
Date: 02/13/2014

Time: 09:41:56

SUBJECT NAME:

TEST TEST
DOB: 10/06/1980 AGE: 33
GENDER: F

CASE #: 0000

TIME OF OPERATION: 09:00
TOWN: WATERBURY

COUNTY: WASHINGTON

TEST OPERATOR NAME:
AMANDA BOLDUC
AGENCY: VFL

Obs. Period Start: ) 09:26
BLANK TEST 0.000 09:42
CALIBRATION CHECK PASSED 09:42
SIMULATOR VAPOR 33.9°C 0.097 09:43
BLANK TEST 0.000 09:44
SUBJECT SAMPLE (Vol=l.6L) 0.000 09:44
BLANK TEST 0.000 09:45
CALIBRATION CHECK PASSED 09:45
SIMULATOR VAPOR 33.9°C 0.098 09:45
BLANK TEST 0.000 09:46
SUBJECT SAMPLE (Vol=l.6L) 0.000 09:46

All alecohol values reported in g/210L
Sim. Vapor Concentration 0.099

Sim. Vapor Range 0.094 - 0.104
Lot #: 13-21-100
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