ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 300387

Location: Hinesburg PD
Calibration Date:  07/10/2013
Certification Date: 07/11/2013
Installation Date:  02/13/2014

APM Date: 03/31/2016
Performed by: ROBERT DRISCOLL

Diagnostic Results imulator Vapor T
Concentration =0.099 g/210L
Lot # =16-03-100
VERSIONS Range =0.094 - 0.104
DMT: 2.00 Simulator Vapor =0.100 g/210L
PIC: 2.05
Modem: 2.6 .
Questions: 2.1 Detection Test
Passed

TEMPERATURES
Sample Chamber = 48.7°C le A tance Test
Breath Tube = 47.3°C Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage = 1.70 v
Cooler Voltage = 1.81 V
Bias Voltage =82 V 0.10 T ‘ T 40.0
Chopper Freq = 540 Hz Alcohol (g/210L) | : e

0.09+ Flow Rate (L/M) |77 29y
PUMP INFO ; : ‘ : :
Flow Rate = 5.201 L/M 0. il 32.0
DETECTOR INFO 0 . 28.0
PUMP ON OFF )
MAX (V) 0.0516 0.0541 ol
MIN(V) 0.0496 0.0524 B- Ll
FILTER INFO 0. 20-0
Filter 1 0.054 Zero = true
Filter 2 0.742 Zero = true 0 QY s e R e e 16.0
Filter 3 0.511 Zero = true ;

e mm— —.1 1111 : 12.0
CALIBRATION CHECK
Xq = 0.072 O 35% 0.02 [ ,,,,,,,,,,,,,,?,,,,,,,,, Sk 225 b | ) ECERReL s 8.0

0.01 | ~14.0
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 300387
Location: Hinesburg PD by A
Calibration Date:  07/10/2013 B g
Certification Date: 07/11/2013 o
Installation Date:  02/13/2014 R i
APM Date: 03/31/2016

Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Concentration =0.099 g/210L
Lot # =15-12-100

VERSIONS Range =0.094 - 0.104

DMT: 2.00 Simulator Vapor =0.093 g/210L

PIC: 2.05 Simulator out of range
Modem: 2.6

Questions: 2.1
TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg
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PUMP INFOC
Flow Rate = 5.265 L/M

DETECTOR INFOC

PUMP ON OFF

MAX (V) 0.0372 0.0409
MIN (V) 0.0348 0.0382

FILTER INFO

Filter 1 0.040 Zero
Filter 2 0.729 Zero
Filter 3 0.494 Zero

true
true
true

nwon

CALIBRATION CHECK
Xg = 0.073 0.00%

APM FAILED

Performed by A /“') Date 03/31/2016

Reviewed by Date
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 300387

Location: Hinesburg PD
Calibration Date:  07/10/2013
Certification Date: 07/11/2013
Installation Date:  02/13/2014

APM Date: 03/31/2016

Performed by: ROBERT DRISCOLL
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Dia ic Ri Simulator Vapor Test
Concentration =0.099 g/210L
Lot # =15-12-100

VERSIONS Range =0.094 -0.104

DMT: 2.00 Simulator Vapor =0.093 g/210L

PIC: 2.05 Simulator out of range

Modem: 2.6

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.7°C

Breath Tube = 47.9°C

Digital Sim = 34.0°C

SETTINGS

Lamp Voltage = 1.70 V

Cooler Voltage = 1.81 V

Bias Voltage =82V

Chopper Freq = 541 Hz

PUMP INFO
Flow Rate = 5.291 L/M

DETECTOR INFO
PUMP  ON OFF

MAX (V)  0.0484 0.0514
MIN(V)  0.0465 0.0492

FILTER INFO

Filter 1 0.050 EZero
Filter 2 0.739 Zero
Filtex 3 0.507 Zero

true
true
true

CALIBRATION CHECK
Xqg = 0.072 0.47%

APM FAILED

Performed by Calla R2 Date

Reviewed by Date
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SOLUTION CHANGE

DataMaster DMT: 300387

Location: Hinesburg PD

Date: 03/31/2016
Performed by: ROBERT DRISCOLL

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # =16-03-100
Range =0.094-0.104
Average =0.100 g/210L
Std Dev =0.0000

Simulator Temperature: 34.0°C

Performed by =% en

DMT Serial Number #300387
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