State of Vermont

DMHost for Windows

Status Codes

Code Message

0 Communication Error

1 Communication Error

2 Communication Error

3 Communication Error

4 Communication Error

5 User Abort

6 Pump Error

7 Filter 1 Won't Zero

8 Filter 2 Won't Zero

9 Filter 3 Won't Zero

10 Ambient Fail

11 Standard Out Of Range
12 Simulator Timeout

13 Simulator Temp High

14 Simulator Temp Low

15 Simulator Temp Unknown
16 Blank Error

17 Internal Standard Error
18 Invalid Sample

18 Interference Detected
20 Detector Overflow

21 Sample Chamber Temp High
22 Sample Chamber Tenp Low
23 Radic Interference

24 Barometer Error

25 Breath Tube Temp High
26 Breath Tube Temp Low

27 Instrument Timeout

28 Filterwheel Error

29 Outside 0.02% Agreement
30 Suck Back Error

31 Calibration Error

32 Undefined Error

33 Diagnostic Failed

34 Fuel Cell Disagreement
35 Fuel Cell Errorxr
. 36 Tank Pressure Too Low

o a7 Gas Flow Error

40 Static Analysis Error
100 RFI Not Detected

101 Accuracy/Precision. Failed
102 Sample Acceptance Failed
103 1Idle Timeout

104 BSite Does Not Meet Spec
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