Benchmark Test Results

Tested by: VFL0O7102015

Test Completion Time: 7/10/2015 11:52 AM (GMT-04:00)

TekLink Unit Profile: Headspace

Unit Model: HT3
Unit Name: Blood Alcohol

Valve Manual Test
Pressurize Valve

Vent Valve

8-Port Valve (position A)
8-Port Valve (position B)
LED Display Test

Front LED Display
Beeper Test

Beeper on

Fan Test

Fan output A

Fan output B

GC Relay Test

GC Start signal out
Desorb Ready signal out
Purge Ready signal out
Begin Purge signal out
Purge Ready signal in
GC Ready signal in
Temperature Test
2-degree rise

Motor Test

Motors and Sensors
Mass Flow Test
Standby flow equa! to setpoint
Valve Automatic Test
Automatic Valve Test
End of test

Passed
Passed
Passed
Passed

Passed
Passed

Passed
Passed

Passed
Passed
Passed
Passed
Passed
Passed
FPassed
Passed

Passed

Passed
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Benchmark Test Results

Tested by: vil06082015

Test Completion Time: 6/8/2015 9:45 AM (GMT-04:00)

TekLink Unit Profile: Headspace
Unit Model: HT3
Unit Name: Blood Alcohol

Valve Manual Test
Pressurize Valve
Vent Valve
8-Port Valve (position A)
8-Port Valve (position B)
LED Display Test
Front LED Display
Beeper Test
Beeper on
Fan Test
Fan output A
Fan output B
GC Relay Test
GC Start signal out
Desorb Ready signal out
Purge Ready signal out
Begin Purge signal out
Purge Ready signal in
GC Ready signal in
Temperature Test
2-degree rise
Motor Test
Motors and Sensors
Mass Flow Test
Standby flow equal to setpoint
Valve Automatic Test
Automatic Valve Test
End of test

Passed
Passed
Passed
Passed

Passed

Passed

Passed
Passed

Passed
Passed
Passed
Passed
Passed
Passed

Passed

Passed

Passed

Passed
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Benchmark Test Results

Tested by: vfl05112015

Test Completion Time: 5/11/2015 3:17 PM (GMT-04:00)

TekLink Unit Profile: Headspace

Unit Model: HT3
Unit Name: Blood Alcohol

Valve Manual Test
Pressurize Valve

Vent Valve

8-Port Valve (position A)
8-Port Valve (position B)
LED Display Test

Front LED Display
Beeper Test

Beeper on

Fan Test

Fan output A

Fan output B

GC Relay Test

GC Start signal out
Desorb Ready signal out
Purge Ready signal out
Begin Purge signal out
Purge Ready signal in
GC Ready signal in
Temperature Test
2-degree rise

Motor Test

Motors and Sensors
Mass Flow Test

Standby flow equal to setpoint

Valve Automatic Test
Automatic Valve Test
End of test

Passed
Passed
Passed
Passed

Passed

Passed

Passed

Passed

Passed
Passed
Passed
Passed
Passed
Passed

Passed

Passed e

Paséed ,

Passed



Benchmark Test Results

Tested by: vfI04072015

Test Completion Time: 4/7/2015 1:03 PM (GMT-04:00)
TekLink Unit Profile: Headspace

Unit Model: HT3
Unit Name: Blood Alcohol

Valve Manual Test
Pressurize Valve

Vent Valve

8-Port Valve (position A)
8-Port Valve (position B)
LED Display Test

Front LED Display
Beeper Test

Beeper on

Fan Test

Fan output A

Fan output B

GC Relay Test

GC Start signal out
Desorb Ready signal out
Purge Ready signal out
Begin Purge signal out
Purge Ready signal in
GC Ready signal in
Temperature Test
2-degree rise

Motor Test

Motors and Sensors
Mass Flow Test

Standby flow equal to setpoint

Valve Automatic Test
Automatic Valve Test
End of test

Passed

Passed
Passed

Passed

Passed
Passed

Passed
Passed

Passed
Passed
Passed
Passed
Passed

-Passed

Passed

Passed

Passed

Passed



Benchmark Test Results

Tested by: vfl03092015

Test Completion Time: 3/9/2015 9:24 AM (GMT-04:00)
TekLink Unit Profile: Headspace

Unit Model: HT3
Unit Name: Blood Alcohol

‘Valve Manual Test
Pressurize Valve

Vent Valve

8-Port Valve (position A)
8-Port Valve (position B)
LED Display Test

Front LED Display
Beeper Test

Beeper on

Fan Test

Fan output A

Fan output B

GC Relay Test

GC Start signal out
Desorb Ready signal out
Purge Ready signal out
Begin Purge signal out
Purge Ready signal in
GC Ready signal in
Temperature Test
2-degree rise

Motor Test

Motors and Sensors
Mass Flow Test

Standby flow equal to setpoint

Valve Automatic Test
Automatic Valve Test
End of test

_PéSsed |

Passed
Passed

Passed

Passed

PéSsed

'Pass'e'd

Passed
Passed
Passed
Passed
Passed
Passed
Passed
Péssed'

Passed__

Passed

Pass'ed ,



Benchmark Test Results

Tested by: VFL02022015

Test Completion Time: 2/2/2015 1:22 PM (GMT-05:00)
TekLink Unit Profile: Headspace

Unit Model: HT3

Unit Name: Blood Alcohol

Valve Manual Test
Pressurize Valve

Vent Valve _
8-Port Valve (position A)
8-Port Valve (position B)
LED Display Test

Front LED Display
Beeper Test

Beeper on

Fan Test

Fan output A

Fan output B

GC Relay Test

GC Start signal out
Desorb Ready signal out
Purge Ready signal out
Begin Purge signal out
Purge Ready signal in
GC Ready signal in
Temperature Test
2-degree rise

Motor Test

Motors and Sensors
Mass Flow Test
Standby flow equal to setpoint
Valve Automatic Test
Automatic Valve Test
End of test

Passed ;

Passed
Passed

Passed
Passed

_Péssedﬁ

Passed
Passed

Passed
Passed

Passed

Passed
Passed
Passed

Passed

Passed

Passed

Passed



