Bio-Tek Services, Ing, 5310 South Laburnum Avenule,
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7. Report of Calibration e =z, dwores calibration Type: As Calibrated
e ‘ Contact Name: Rebecca L. Mead . 103 South Main Street
s  Vermont Forensic Laboratory - ocationept:
_um_om:_.sma of Public mm_nma\ Phone: (802) 244-8788 %wwm%ce. 05671
Device ID: HJ21337 Serial#  HJ21337 CalDate: 15 Jul 2014 Next Due Date: Jan 2015
Manufacturer: Finnpipette, fixed, 1000, Size: 1000 u Tip used: Genetic Pipette Tip
1-ch Test Plan: IS0 17025, 1000uL, fixed, 1-ch - Status: Passed
Method: Level | Balance ID: AD4212B-101 S/N # To100294 ~ Certificatedt: - 27353-038
Operator: Al Gunduz Comment:
Environmental Factors Weight SN# BTS-WT-039 S/N 1012016

Temperature: 21.50 ° C 7 Factor: 1.00315  Bar Pressure744.40 mmHg Density: 0.9979  Humidity: 64.60 %  Air Density: 0.00117

SUMMARY STATISTICS
Target Volume (UL} Channel Mean Volume sSD Accuracy % Precision % Status Sample Sample Wt Actual Volume
, Actual Target Actual Target {mg) {uL)
1,000.00 1 1,004.1080 1.7690 0.41 2.00 0.18 2.00 Passed
. 1 1,003.0000 1,006.1640
2 998.7000 1,001.8500
CDOQZN_DJ\ =3.538 3 1,001.2000 1,004.3580
4 1,000.9600 1,004.0570

Signature: % m“ j ) BTS-SOP-002 Template Rev 20 April 2012 Page 1 of 1

The calitration resulls reported in this certificale were obtained using equipment capable of producing results thal are fraceable to NIST and threugh NIST to the International System of Units {SY). This calibration meets the requirements oullined in ISQfIEC 17025:2005.
The uncerainiy represents an expanded uncertainty expressed using a coverage factor of k=2 and was accounted for in making pass#ail determinations.



a1,
Axr " e

. - » mm.o..qu Services, Inc. 5310 South Laburnum Avenue,
rfxwfﬂxuxhxu mmno* N Oﬂ Om\hch. mﬂhoz , Richmond, VA, 23231  (1-800-702-3625)

— ISOAEC 17025:2005 Accredited Calibration ._.w.ﬁm" >m —HO—.——‘.—Q
S . Contact Name: Rebecca L. Mead 103 South Main Street
G
A Vermont Forensic Laboratory - ocationmept: -
U@Um_.ﬂﬁm_ﬁ” O.q _UCU_HO mm.ﬁmd@ Phone: (802) 244-8788 Waterbury, 05671
VT
Device ID: HJ21337 Serial#:  HJ21337 Cal Date: 15 Jui 2014 Next Due Date: Jan 2015
Manufacturer: Finnpipette, fixed, 1000, Size: 1000 ul Tip used: Generic Pipette Tip ' ’
1-ch Test Plan: 150 17025, 1000uL, fixed, 1-ch - Status: Passed
Method: Level | Balance ID: AD4212B-101 S/N # Toloo94 ~ Certificatedt:  27353-038
Operator: Al Gunduz . Comment:
Environmental Factors Weight SN# BTS-WT-039 S/N 1012016
Temperature: 21,50 ° C Z Factor: 1.00315  Bar Pressure744.40 mmHg Density: 0.9979  Humidity: 6460 %  Air Density: 0.00117
SUMMARY STATISTICS
Target Volume(ul)  Channel Mean Volume sk Accuracy % Precision % Status Sample Sample Wt Actual Volume
Actual Target Actual Target {mg) {uL)
1,000.00 1 1,007.3680 0.6500 074 200 007 200 Passed
1 1,005.1000 1,008.2710
2 1,003.9000 1,007.0670
o 3 1,004.2000 1,007.3680
Uncertainty = 1.3 4 1,003.6000 1,006.7660

Signature; % A“ j BTS-SOP-002 Template Rev 20 April 2012 _ Page 1 of 1

The callbration resulls reported in this cerfiflcate were oblained using equlpment capable of producing results that are fraceable to NIST and through NIST to the International System of Units (S1. This calibration meats the requiraments outlined in ISOAEC 170252605,
The uncertainty represents an expanded uncerlainty expressed using a coverage factor of k=2 and was accounted for In making pass/fall daterminations.



