SCIENTIFIC

Product code:
Description:
Pipette sn:
Volume;

Nr.of channels:
Tip:

Manufacturer:
Tested by:

Date:
Temperature:
Z-factor:
Balance;
Balance sn:

Volume
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PIPETTE CALIBRATION REPORT

4641100

Finnpipette F1 100-1000u
LH79841

100 - 1000 pl

1

Finntip Flex 1000

Thermo Fisher Scientific, Joensuu, Finland
8940

14.10.2014 Time:
216 °C Air Pressure;
1,0032 Humidity:
Sartorius MC210S
11907736
100,01 1000,0u!
99,8 1003.0
99,5 1003,2
99,6 1003,0
100,4 1004,0
100,1 10022
99,94 1003,14l
-0,14 0,31
0,36 0,06
PAGSED PASSED

Manufacturer specifications:

Volume:

100l Acct% 1,00
Valume: 1000 pt

CV% 0,60

Acct% 0,60 CV% 0,20

Manufacturer specifications meet the requirements of ISO 8655

14:20:44
10021 hPa
Moisture trap in use



