Digital Thermometer Performance Check

Reference ltem Reference Test Difference Pass/Fail*
Temperature Temperature

NIST Traceable QC

33.9°C 34.2°C 0.3°C Pass
Thermometer

Medium used for performance check: Heated simulator VT 5 containing certification solution

* +/- 0.3 degree Celsius acceptable range

Certified Thermometer Seriat Number 91A-4704
Thermometer Serial Number 140722257

Date 21312015

Test Perfomed by Rebecca Mead /{%)@

Reviewer /L/—/{/C“Ek z.\*%\lo\‘i

VFL Thermometer blank template: public/labt/QC/QAQColderfthermometers




